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CanTEST have tested a total of 2057
samples to 20th Jan 2024.

 

This month we provided 297 health
and AOD brief interventions and
17/158 samples were voluntarily
discarded by people after they

received their results. 

CanTEST continue to see MDMA
samples which contain significantly

more than expected. 
Follow us on Instagram or FB to keep

up to date with community notices
that are released when we find

something of concern.

Meth

was expected in 21 samples and
detected in 17.

Purities ranged from 38 - 87%.

1 sample also contained 
procaine, 

N-benzylcyclohexylamine and
benzocaine. 1 sample also

contained MDMA.

In the samples where ketamine
was expected but wasn't found: 

2 samples contained 
2'-fluoro-2-oxo-PCE and 

1 sample contained cocaine,
tyrosine and caffeine. 

Ketamine

was expected in 24 samples 
and detected in 21.

Purities ranged from 16 - 88%

3 samples also contained
caffeine,

2 samples also contained
levamisole and 1 sample also

contained lidocaine.
Where cocaine was expected but

not found, 2 samples actually
contained ketamine.

158 
samples tested from 

21 December 2023 to 

20 January 2024

Community News

 MDMA

LSD
was expected and detected 

in 2 samples.

Cocaine

was expected in 9 samples and
detected in 7. 

Purities ranged from 28 - 80%.

2C-B was expected in 
1 sample where

dimethylpentylone was
detected instead.

Heroin
was expected in 7 samples 

and detected in 6.
Purities ranged from 26 - 80%.

1 sample also contained 6-MAM
and 4 samples also contained both

6-MAM and acetylcodeine.

was expected in 65 samples, 
detected in 54.

Samples tested & their purity ranges:
18/21 capsules contained 10 - 84%

9/16 pills contained <5 - 32%
4/4 powders contained 74 - 82%

23/24 crystalline contained 54 - 84%

1 MDMA sample also contained MDA, 
1 sample also contained ketamine.

These are preliminary findings, subject to change. 
Released 23.02.2024 for the period of 21.12.2023 - 20.01.2024

WHEN MDMA
WASN’T FOUND

1 contained MDA

2 contained dimethylpentylone

1 contained 4-CMC

Codeine was
expected in 

1 sample
where

tramadol was
detected
instead.

Dimethylpentylone
was expected in 1

sample where MDMA
was detected instead.

1,4-

Butanediol

was expected

and detected

in 2 samples.

An arylcyclohexylamine
was expected in 
1 sample where 

2'-fluoro-2-oxo-PCE 
was detected.

MXPr and O-PCE were
expected in 

1 sample as a mixture
where MDMA was
detected instead.

Opioids were
expected in 1 sample

where MDMA was
detected instead.

O-PCE was
expected and
detected in 
1 sample.

Tusi was
expected in 
3 samples.

2 contained
ketamine,
MDMA &
caffeine. 

1 contained
ketamine,

MDMA,
caffeine &

paracetamol.
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